" MISSOURI DEPARTMENT OF HEALTH AND SENIOR 8ERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM - - 2 o
. DATAMASTER MAINTENANCE HEPORT ‘ o ["‘ECE’VE” S 3]

) . - By Carol Day at 2 09 pm, .Oec 04 201
. Comple(e mls reporl al the time of the reguiar mcmhiy prevenlive maintenance check {not to exceed 35 Hays). -
- | Complete this ropart whanever the instiument Is serviced or repaired and whenovar it is placéd Inlo servlca,
Retain the original and send a copy within 15 days 1o the Breath A!coho! Program DHSS Lo

DATAMASTER SH ' NAKE OF AGENGY  ~ i CATE OF INSPECTION

204144 - - - | Missour! State Highway F’alrol Troop F - N 12/01/2013 -~

. |LOBAYION OF INSTRUMENT (STAEET AND CITY) - TRIE OF tASPEOI'tOEJ
‘I'Cdopar County Detention Center, 200 Main Slreet Eeonvifle, MO 65233 ) 10:63 am..

‘CHEGKLIST: Place a mark In the box by each ilem il found to bo sallstactory erif operaling within eslabllshed Ilml(s (Wnle in obsarved va!ues
. where delermined_) Unmarked ilems musl be cerrected befcre using instcumant, ‘

7] D!AGNOSTIC CHECK (PHINTOUTATI‘ACHED) " DATE.AND TIME {from pnnlout) 12f01“3 10:53 _
[l compuren . [oetecron o
Wlerocram - - Mriess
HEATERS SAMPLE CHAMBER ___ ag:c Il quanTz STANDARD
[rLowpeTecTOR | o Wlcausration
(/) PuMP HiGH SPEED | . 7] prRmTER

[7] INDICATOR LIGHTS

1 smuLator soLuTION suppLiER RepCo Markeling, Inc. LOT # 13001 EXP, DATE 08/07/2015
SIMULATOR TEMP (34°C 2 0.2°C) 34 G SIMULATOR SN___. G7698 EXF DATE 10/01/2014

7] cALIBRATION CHECK ~ (ONLY ONE STANDARD [S TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solulion. All three tesls musi be within £5% of the standard value and:musl have a spread of 006 or|
léss. Mark the box corresponding to the slandard solution being used. (PRINTOUT ATTAGHED)

l 7 0.100% STANDARD - (UST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0,084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0,036% AND 0.042% INCLUSIVE

Tesnr 098 -  |resT2= ggo ‘ © .. |tEST3w 100

/] PERFORM R.FA TEST {PRINTOUT ATTACHED)

" [INDIGATE THE NUMBER OF BREATH TESTS IN THE FDLLOW!NG FIANGES SINCE THE LAST MAINTENANCE REPORT:  «
{DO. NdT INCLUDE SELF-ADMINISTERED TESTS)

. HEFUSALS 0 (o 04) 0 (Oo-.OQ) 1 I(w 14) 2 (18- 19) ; 2 ‘OVEH A9 0
i SATtSFAcTOBILY AHD WITHIN Esmm.ssnan urma

LIZT ARY H EY/ PARTS AND BESGRIBE ANY AL‘!ERM‘OH oR MOD]F‘ICA‘IION 'I'llAT WAS MADE TO NESTOAE YHE INSTAUMENT TO QPEHAY
(UsE O'ﬂlin SIOE IF HEGESBARY).

Inslrument operatlng within DHSS slandards :

FIINT FULL NAME

sionrmune- - o )
T O R- pm/ Gpl. Derrick Powell.
TYPZ 1 PEREAT NUMBEWCXPIMNDM DATE . TELEPHONE NUMBER
230196 .. . .. .. 09!11!2015 o {573) 751-1000
HETURN COMPLETED REPORT 10 THE: " Brealh Akoho! Program, MO Deparimenl of Heailh and. Senlor Servicds, Soulheast District: Olftee
- g ’ 2875 James Blvd, ,

Poplar Bluff, MO 63801

g AR LCUAL CPFOStTUNTYIAT FNVATIVE ACheH ‘.L“OTFH
!.ﬁOGBC*-IéE‘E 203 ) e L. eanes Haided O B ey N

T




REPCO MARKETING INC:

PALEIGH, N, 27004
OVE: 978 3400

cﬂxmmmm QF:ANA_I;{!fo'Ié

MANUFACTURER AND SUPPLIER RQPCnMarkehng, Tne.
LOT NUMBER: 13001 -
EXPIRATION DATE: March 2015t 11459 pam.

RepCo - Marketing, Inc. certnﬁes the foi}owmg

RépCo Matketing, Tng: manufactured tested ahd supphed Lot Nu.mbe;ri[ .
13001, of Alestiol Certified Solution for simulators. Riiidor shuniples of sl Tot
number were analyzed by-an.independent laboratory utilizinga gas chromatqggggh .

znd found to- contain 1215 ~ gme/dl 003 gms/d) wiivol ethano! (95%
Conﬁdence) .
“The:aleohal and distilled-water Used:in the solution wete found 1o be ﬁee of

any mterferrmg substance,.

"Tids solution will produce-a vapor.dlcohol value:of 100 , H-3% goos/210L, .

Breath:when heated to 34 Dagrﬂes Gelstug. /40,2 Degreos Ue]sms ini-4-stmlator:

: (95% Cbnﬁdcnce) _ N .
The date of mdnuficture f’or ttus lot number is March 8, 2013:'
The’ exp;.rat;on date for-this: lotnumber is Match 7, 2015 it B

’Jlﬁpm

_ | CccﬂB Game):, Pres:dent
.. RepCo Marketmg, Inc

.,_Fur.m Riv 02.

- a;m 108 STORYBROOK mm;_

This document jsa ’a:ue represhnta :‘on of the ougmal G‘erhﬁcats of” Analysns. = .



Face This Si't_ic D_Dwn‘- This Edge In First
BAC DataMaster
Evidence Ticket

. MISSOURT STATE HIGHUAY PRTROL
BAC DATAMASTER SERYAL NUMBER 284144
L 12-61-13 ' -

ARREST TINE: i8:ip@
SUBJECT NAME: -
 POWELL o
DOBi B9-B%/9%  SEX: M
STATE/D, L.t MO7999999997
- ARRESTING OFFICER:
POYELL
OFFICER I.Tie: 594
TESTING OFFICER!
POELL
OFFICER X.D.t 594
PERMIT MUMEER: 233135
EXPIRATION DATE: 8971315
HISCELLANEOUS DATA:

Cum BREATH ANALYSTSE -on
BLANK TEST 5 Cfi5ig

INTERNAL ETANDARD YERIFIED 11:19
T RADIO INTERFERENCE ’

vOpclja.llpr Signature 6P£"Q; é { "”’L’é_ -

k"



BAC DataMaster
Eyidencg Ticket

MISSOURL STATE- HIGHURY FHTROL

BHC DHTHﬁH“TER SERYAL NUMBER 204144

18/81-13
16:53

~- UIRBMDSTIC CHECK =--
COMPUTERS C tkav
| PROBRAI (B4-G7-20B3)1 . OKRY

- HERTERS

Face This Side Down ~‘Fhis Edge In First

SAMPLE CHAMEER . 49c
FLOW DETECTOR: © OKAY
RUHE B
HIBH SPEED: OKAY
DETECTOR: - O okay
FILYERS: OKAY
_ QURRTZ STANMDARDS OKAY
CALIBRATION: OIEY

FRINTER TEST
'"#§x&’\)*+‘—./Bi°3456?89-;<a>?@HBPDEFG
HIJKLHNOPRRSTURAYZEN 17 abede fghilik ne:

parstuvexyz{Fs" )

tor Siguature_

- - A- -, . /. /.
6pemlor Signatucs LB C)Q p&‘uv /

Face This Side Down - This Edge In First

BAC DataMaster |

NISSBURI ATHTE HIHHUH? PATROL

Eviden.ce T:izckef |

‘BAC DRTﬂNHéTER SERIAL MNUMPER- 854144f 

8/81/13 o

TESTING DFFIFER.
POWELL..

. OFFIEER I.,J.t 594
. PERMIT NUMBER: 230195

EXPIRATION DATE: 0692{1/45

MISCELLRNEGUS DATA: -
~ SUPERVISOR NODE ~~

BLAMK. TEST . « B0
. INTERNAL STRNDARD YERIFIED.
EXTERNAL STANDRRD . 998
ELANK TEST L8986
- EXTERNFL STANDARD - 599
" ELANK TEST » - .Gee
EXTERNAL STAMDARD. « 180
ELAHK TEST : . BB0
H=3
St = .1
LAYE. = 099

R ERER

1
1izi2 .

IS

113
Hatg
11314
1415




STATE {}F MlSé:iC)UFil - .
. usmmmrz WT OF H‘EAL!HAND SENMIOR sz::ftwu 5 IR
4 e BREATHALCOHOL PHOGR"\M ' o

PERMIT -
TYRE I
DEMW{ RPOWELL

' ‘ee 2%
- &' ;-; %".

is hareny authorized lo instruct and supelvise oaerators, train-ir st(uc‘ow mspeﬂ ca!rbrate parform {isld servics. dnd repatrs.

“Tand Oper?.te fhe following breath analyzer(s):
DATA M{A Th?

!‘or tha detarmination of the. arcohohc con!ent of bload fram a sarmile of s2p wed afr Parmlt Issed under the prowsmns or seci:ons ,
577,020 !hrouqh 577.041, RSNo and ao0se. 111 through 308119 Fs‘a‘iv‘o ) ‘
W [P

S

it

L4 (R0

DATE ... 9/11/2013 e N __
o . . TBIECTOR OF BTATE PUBLIC HEALTH LABDRATORY
NUMBER 230105 . :
I ' ':’{:}-G.x_\d \}w.;.‘m, (
EXPIRES 9/16/20)8 o - NTTRIE ‘
EXPIR : - DINECTOR OF DEPARTMENT OF H_nj_ﬁfmcgemoasan‘ncﬁs

MO EEN-OF T {510

e LI

5TAY E’ CaF MISSOURY
NEPARTUEN™ OF HEALTY AN SINIGR SERVIGAS .~
H’LJ\‘H ALCUUGK *ROGRA u

SISTRUME INT GFERATOR LNQD

Thomcdcwmdc: A sutodzed o o,e.'m an QuEem Arath mm’ .
s nsmmmn‘c: the !."a’umrn on MME aorole eonheal . Irdtin Sded o*r:,ovedas

o e iﬂﬁ""’"

by :ha.-u wl
. Opamtm- POWELL, ER]RICK

APemiit Ho 230185
Datofssued 8M1/2052. Date Explms NS




